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oi Applicanut In formation

* Applicant OLYMPUS MEDICAL SYSTEMS CORP.
2951 Ishikawa-cho, Hlachioji-shi, Tokyo, 192-8507, Japan
Establishment Registration No: 8010047

* Official Correspondent Laura Storms-Tyler
OLYMPUS AMERICA INC.
3500 Corporate Parkway, Center Valley, PA 18034-061 0
Phone: (484) 896-5688
Fax:4484) 896-7128
Email: Lauria.stormis-tyleir~olymiptis.comi
Establishment Registration No: 2429304

* Manufacturer AIZU OLYMPUS CO., LTD.
500 Aza-Muranishi, 0oaza-Iidera, Monden-cho,
Aizuwakamuatsu-shi, Pukushima, Japan 965-8520
Establishment Registration No: 9610595

U D~evice klentification

* Device Trade Name ENDOSCOPE REPROCESSOR OER-Pro
* Common Naine Endoscope washer/disinfeetor
o Class II
* Regulation Numnber/Namie 876.1500 Endoscope and accessories
* ProdUCt Code FEB3 - Accessories, Cleaning, For Endoscope
* Classification Panel Gastroenterology/Urology
* Performance Standard None established under Section 5 14 of F-D&C Act.

o Predicate Device (PD)

a Device Trade Namec Endoscope Disinfector D)SD-9 lIE
* 5 10(k) Number K(914145
* Manufbactuier MediVators, fiie.
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0 Device IDeseription
The OER-Pro Endoscope Reprocessor is an automrated endoscope reprocessor intended for high-
level disinfection of Olymnpus flexible enidoscopes and its accessories, utilizing both a1 detergent
and FDA cleared high-level disinfectant validated by Olympus to be efficacious and compatible
with the materials of the OER-Pro and Olympus flexible endoscopes and accessories.

The OER-Pro is a one-basin automatic endloscope reprocessor that performns leak test, cleaning,
disinfection, rinse, and alcohol flush to render a high-level disinfected endoscope and accessories.
The OER-Pl'o utiliZes an1 immersion method for cleaning, disinfecting, and rinsing of endloscope
and accessory external surfaces, and connectors for endoescope channel cleaning, disinfecling, and
rinsing. Two endcoscopes, with several exceptions, can be reprocessed simultaneously in thle basin
during one reprocessing cycle. The OER-Pro's cleaning cycle incllUdes ultrasonic cleaning, which
helps remove debr-is and dirt firom) endloscope surfaces,

The OER-Pro enables the user to performn modified manueal cleaning of the endoscope prior to
automated cleaning and high-level disinfection in thie GER-Pro. Thle modified manuial cleaning
process eliminates several Steps inclUding the syringe flushing into thie enldoseope channels. The
G0lt-Pro is capable of fully automated detergent/disinfectant solution dispensing and alcohol/air
drying of endloscope channels. Thle 0,2-micron air/water filters are bacteria retentive and produce
suitable rinse water and air for reprocessing. Built-in sensors detect fluid levels, fluid temiperature,
air/fluid pressure, and the operating states of the components within the OER-Pio.

The GER-Pro is also equipped with at RFID (Radio-Frequency Identification) function. With at
built-ini antenna, thle 0ER-Pro is capable of reading user and scope ID) data fromt the proprietamy
ID tag/chip. The scope/user ID information and each reprocessing resilt canl be printed out with a
hbuilt-ini printer.

ol Indications for Use
The OJ3R-Pro is intended for use in cleaning and high-level disinfection of heat sensitive
Olympus flexible endoscopes and their accessories. Safe Use requires detergent and anl FDA-
cleared high-level disinfectant/sterilanit that Olympus has validated to be efficacious and
compatible with the materials of thle OER-Pro and Olympus flexible endoscopes and their
,accessories. Use of a detergent or high-level disinfectant/sterilant that has not been validated[ by
Olympus may be ineffective and can damrage the 0FR-Pro components and the endoscopes being
reprocessed. Endoscopes must be subject to cleaning by the uiser prior to reprocessing; howvever,
LIse of the OER-Pro enables the user to perform modified manual cleaning of thle endcoscope prior
to aLutom1ated Clean ing and liigh -level disinfection in the QER-Pro.

0 Comipa risonm to Pied icate Device
TrheGER- Pro is equivalent in indications andie operation181 princi pies to the DSD1-91 E. Both
devices are intended for highd-level disinfection of flexible endoscopes, use anl immersion system,
flash w~ate r/d is in fectan to endoscope el n ne Is via conneactors, and utilize a deterge it and FIDA -
cleared l iquaid c hemiical geminc ide. 13oth devices canl reprocess two ctidoscoIpcs simutlItanecous ly.
The major diffhrc-nce is that the 0[ER-Prio has one 1)asin that capt accorimodate two en(Ioscopes,
wh ei-es the DSD1-9 I F" iias two basin's that reprocess one endoseope in eac h has in.
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El Performance Data
The OER-Pro has been tested following the requirements in the FDA guidance document titled
"Guidance onl Premarket Notification [SI10(k)] Submissions for Automated Endoscope Washers,
Washer/Disinfectors, and Disinfectors Intended for Use in Health Care Facilities", issued in
August 1993. Thle OER-Pro was validated with EnodQuick detergent and Aldahol HI High-Level
Disinfectant and Sterilant. Test reports provided in this Iprernarket notification include:

Process parameter Test
The 0IER-Pro was tested to demonstrate that thle device performs as intended. The test resul~ts
showed that the OCR-Pro achieves and maintains the specified physical process parameters,
including detection of the defined Fault conditions -and execution of automiatic response!
processing following fau~lt detection.

Validation Testing -ICleaning

The OCR-Pro was tested to evaluate its ability to clean endoscopes in both simulated and in-use
conditions, The test results demonstrate that thie OCR-Pro effectively reduced protein and
hemoglobin levels in all sample sites.

Validation Testing - High-Level Disinfection
The 013k-Pro was tested to evaluate its ability to h~igh-level disinfect endloscopes and valves in
both simulated and in-use conditions. Thle simulated tuse testing demonstrated at 6 Loglo
reduction ofIVM.terrae at all inoculated sites was achieved after reprocessing in thle Ol3-R-Pro's
disinfection cycle. In-Luse testing demonstrated no viable microorganisms were recovered fromn
endcoscopies and valves following reprocessing in the OER-Pro.

Validation Testing - Full1 Cycle
Thle 013k-Pro was tested to evaluate its effectiveness for full cycle reprocessing inclUding both
c [caning a id disinfection tinder simulated use conditions. The simulated use testing
demonstrated that OCR-Plro effectively cleanied and achieved high-level disinfection for Olympus
endoscopes antI valves.

Simuilated-Use Testing - Self-Disinfection
Simulated-use testing was performed to validate self-disinfection of the OER-Pro. Testing
demonstrated] that a greater th ai 6 log red ucti on in M. terrae was achieved for all sam pIc
locations after completion of routine reprocessing of endloseopes wvithin the OCR-Pro.

Simulated-Usc T'estinQ, - Water Line Disinfection
Thie simuilated-use testing was performed to validate disinfection of tile OCR-Pro water line
piping which does not contact Iiigh- level d isiniifectant during rout inc -eprocess ing. TPhe test result
showed that a greater than 6 log- reduction in M. terrac was achieved for all sample locations after
comp)let ion ofthle water li te disinfection pieced ure.

Toxicologtical Ev aluiation of RDesidues
Thle safety of residtaal chemicals remaining onl endloscopes after reprocessing in thle OCR-Prio was
evaluated. The test results showed that the OCR-Pro reprocessing" cycle removes detergent and
disinlfectant residueIs to nonl-toxic levels.

0 Conclusionl

The inlbrm11ation and performance data lplCseltCe in this prenlarket 110iolCritioli Stippor01t thle cla'iml
hrat the 0OER-Pro is substantially equivalent to thle plredicate (levice.

OLYMPUS AMERRICA INC.
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Olympus Medical Systems Corporation
GIG Ms. Laura Storms-Tyler
Olympus America Incorporated
3500 Corporate Parkway
Center Valley, Pennsylvania 18034-06 10

Re: K093106
Trade/Device Name: Endoscope Reprocessor OER-Pro
Regulation Number: 21 CFR 876.1500
Regulation Name: Endoscope and Accessories FD1221
Regulatory Class: II
Product Code: FEB
Dated: January 13, 2010
Received: January 15, 2010

Dear Ms. Stormns-Tyler:

We have reviewed your Section 5 10(k) premnarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a prernarket
approval application (PMA). You may; therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration. Please note: CDRH does
not evaluate information related to contract liability warranties. We remind you, however,
that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class II (Special Controls) or class III
(PMA), it may be subject to additional controls. Existing major regulations affecting your
device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In
addition, FDA may publish further announcements concerning your device in the Federal
Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements
of the Act or any Federal statutes and regulations administered by other Federal agencies.
You must comply with all the Act's requirements, including, but not limited to: registration
and listing (21 CFR Part 807); labeling (21 CFR Part 80 1); medical device repor ting
(reporting of medical device-related adverse events) (21 CFR 803); good manufacturing
practice requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820);
and if applicable, the electronic product radiation control provisions (Sections 53 1-542 of
the Act); 21 CFR 1000- 1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801),
please go to
littp://www.fda.gzovAbou~tFDA/CentersOffices/CDRIHUCDRHOffiCeS/uICm1I 15809.hitrn for
the Center for Devices and Radiological Health's (CDRH's) Office of Compliance. Also,
please note the regulation entitled, "Misbranding by reference to premarket notification"
(2ICFR Part 807.97). For questions regarding the reporting of adverse events under the
MDR regulation (21 CFR Part 803), please go to
http://wwwv.fda.gov/MedlicajDevices/Safety/RenortaProblen~default.hiti for the CDRH' s
Office of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free
number (800) 638-2041 or (301) 796-7 100 or at its Internet address
http://www.fda. gov/MedicalDevices/ResourcesforYou/Inidustry/default.htm.

Sincerely yours,

Anthony D. Watson, B.S., M.S., M.B.A.
Director
Division of Anesthesiology, General Hospital,

Infection Control and Dental Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure



Ind~ication~s for Use

5 0(k) Number (if knownv):

Device Name: IZNDOSCOPI3 REPROCE'SSOR OER-_pro

Indications For- Use:

Thie OER-Pro is intended lbr uIse in] ClC~rnirg and( hligh-level dIisinfectionl ofiheat sensitv
Olympuis flexible erndoscopes and their accessonies. Safe use requires detergent and anl FDA-
cleared hi gh-levelI disin ictarit/sterihant that Olympu)Ls has validated to be efficacious and
comipat i ble wdh ilie materials of the OF R- Pro and 0Olymnpus flexible endloscopes anid their
aIccessories. Use of a detergent or high-level di sinfectant/steri alknt that has nrot been validated by
O lym pus may be ine flbctivye andc can dam age the 013R- Pro cornponren ts a id thie crndoscopes being
reprocessed. Endoscopes must be sub~ject to cleaning by thle Luser prior to I-rel-rocSSing; h1owever;
use of the OER-P~ro enables thle uIser to perform nodi fied inanila cleaning of the endoscope prior
to aUtomiated cleaning and high-level disinfection iii the 01FR-Pro.

Pr escr iption Use- AND/OR Over-Tihe-Cournter Use
(Part 21 CFR 80] Subpart D) (2 1 CFR 807 Subpart C)

(PLEIASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF
NEEDED)

Corcurrence ofCDRH-, oftice of Device Evaluation (ODE)
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(Divisiod Sign-Off)
Division of Anesthesiology, General Hospital
Infection Control, Dental Devices
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